Comparison of different flow injection approaches to the automatic determination of enzymatic activity.
Three configurations based on the principles behind flow injection analysis (FIA) are proposed for the automatic determination of enzymatic activity. The proposed approaches are normal, stopped-flow and open-closed FIA. The comparative study of the methods developed from these approaches allows the establishment of the scope of the application of each, with inherent advantages and disadvantages.